


Supplemental table 1: results found in the nine excluded samples with each of the CDT assays.
	Excluded sample
	CDT N-Latex, %
	HPLC, disialo, %
	V8-CE, disialo, %

	1
	1.1
	transferrin variant
	transferrin variant

	2
	1.1
	transferrin variant
	transferrin variant

	3
	1.6
	1.57
	aberrant curve, possible Trf variant 

	4
	2.0
	1.91
	0.5, aberrant curve

	5
	2.0
	3.01 di-tri bridging
	aberrant curve, icteric sample

	6
	1.8
	2.29 di-tri bridging
	0.07

	7
	2.7
	2.68 di-tri bridging
	Icteric, no result

	8
	3.0
	2.26
	aberrant curve, icteric sample

	9
	10.3
	14.08
	aberrant curve
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