Supplemental Figure 1. Comparison between EDTA-plasma samples and heparinised plasma samples for Lumipulse® G Aldosterone assay (A and B) and Lumipulse® G Renin assay (C and D): Passing and Bablok analysis (A and C) and Bland-Altman analysis (B and D).
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