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Description automatically generated with medium confidence]Supplementary Figure 1 (LTHT BCP Albumin pre- / post-  freezing)



Supplementary Figure 2: Shows that albumin immunoassays (either immunometricor nephelometric) are not widely available in the UK, and certainly they are not routinely used by hospital-based laboratories as evidenced by the UK National External Quality Assurance Scheme (NEQAS).
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Comparison between albumin levels (g/L) measured by BCP method at Leeds Teaching Hospitals Trust
(LTHT) before (Pre freezing) and after (post freezing) storing the samples at -80°C freezer for 6 months.
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BCP: Bromocresol Purple. LTHT: Leeds Teaching Hospitals Trust. Statistical significance was determined by Paired t-tests
(ns: non-significant).
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Analyte : Albumin (g/L)

Spec. Pool  Pool description / Treatments / Additions O All methods 107
it O BCP YourBscoreis  +1.1 @
11824 795 Pooled human serum (Some added analytes/manipuation) O Beckman AU [120L] Your C score i 27 @0
1182B 797 Pooled human serum (Some added analytes/manipulation)
1182C 799 Pooled human serum (Some added analytes/manipulation) The Alimitis 200
The B limitis +/- 50
The C limitis 40
Specimen : 1182A n Mean SD CV(%) 250 - Yourresult 2
Dry slide / Sensor 19 143 05 35 Target value 212
QuidelOrtho [1JJ] 19 143 05 35 o 200 n (BCP) )
BCP 2716 212 06 27 £ Standard Uncertainty 0.0
Abbott Alinity [12AB20] 145 211 04 21 2 4504 i
Beckman AU [120L] 23 225 06 28 2 Your specimen:
Roche Cobas [1280] 63 210 05 26 S 00 “%bias +38 ¢
Siemens Atellica [12SM20] 16 212 04 19 % T Accuracy Index 133
BCG 300 217 14 49 s .
Abbott Alinity [13AB20] 14 212 03 16 = 50 Method Principle mean
Abbott Architect [13AB] 16 211 05 24 [GLTM] 212
Beckman AU [130L] 43 210 06 31 040 R
Roche Cobas [1380] 176 222 08 36 1% 19 22 25 28 Method mean
Siemens Atellica [13SM20] 33 203 05 23 [MLTM] 225
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